[S.E.M. study of surface condition of ultrasonic K files].
The present study was not about the interest of the association of ultrasonic instrumentation with irrigation in the root canal therapy, but about the wear of the K files themselves. The results showed with the assistance of the sono-synergistic system, files are almost as clean as the sterile are. This is important for the prevention of possible contamination.